Nuclear magnetic resonance force microscopy with a microwire rf source 
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We use a 1.0-/im-wide patterned Cu wire with an integrated nanomagnetic tip to measure the 
statistical nuclear polarization of in CaF2 by magnetic resonance force microscopy (MRFM). 
With less than 350 /jW of dissipated power, we achieve rf magnetic fields over 4 mT at 115 MHz 
for a sample positioned within 100 nm of the "microwire" rf source. A 200-nm-diameter FeCo tip 
integrated onto the wire produces field gradients greater than 10^ T/m at the same position. The 
large rf fields from the broadband microwire enable long rotating-frame spin lifetimes of up to 15 s 
at 4 K. 

PACS numbers; 85.85+j, 85.35.-p, 81.16.-c, 84.40.Az 



The proposal of magnetic resonance force microscopy 
(MRFM) [1] and its subsequent realization [2] combine 
the physics of magnetic resonance imaging with the tech- 
niques of scanning probe microscopy. Recently this mar- 
riage has led to the demonstration of nuclear spin imag- 
ing with a spatial resolution of 90 nm [3]. In order to 
eventually image on the scale of single nuclear spins, the 
force sensitivity of the measurement must be improved 
by roughly 3 orders of magnitude. Such an improve- 
ment will only be achieved if the dimensions of some 
key components are scaled down to more closely match 
the nanometer and sub-nanometer length scales of sin- 
gle spin physics. The most recent advances in sensitivity 
were the result of an increase in the magnetic field gra- 
dient provided by the scanning magnetic tip. Here, we 
discuss MRFM measurements done with a "microwire" 
rf source and an integrated nanomagnetic tip meant to 
further scale down the measurement apparatus. The re- 
duced heat dissipation of the compact new geometry al- 
lows us to simultaneously access temperatures under 300 
mK and rf magnetic field amplitudes above 4 mT — fields 
large enough to produce remarkably long rotating-frame 
nuclear spin lifetimes. 

We measure the statistical polarization [4] of ^^F spins 
in a CaF2 crystal using a technique known as adiabatic 
rapid passage [5]. In a fixed magnetic field Bq, we sweep 
the frequency v^f of a transverse rf magnetic field Bi 
through the nuclear resonance condition, I'lf = ^-^Oi 

where 7 is the gyromagnetic ratio of ^^F. If done slowly 
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enough, i.e. if the adiabatic condition dv-d/dt <C 27-^1 
met, then the sweep induces nuclear spin inversions along 
the Bq direction. We then detect these inversions using 
a magnetic tip and an ultrasensitive cantilever as a force 
detector. 

The force detection apparatus, shown in Fig. 1(b), uses 
a sample-on-cantilever configuration. The single crystal 
Si cantilever is 120-/xm long, 3-/xm wide, and 0.1-/zm thick 
and includes a 15-/im long, 2-^m thick mass on its end 
[6]. The cantilever's mass-loaded geometry suppresses 
the motion of flexural modes above the fundamental fre- 
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FIG. 1: (a) Scanning electron micrograph of the Cu microwire 
with integrated FeCo tip. (b) Representation of the experi- 
mental apparatus at the bottom of the cryostat (the relative 
scale of the components has been slightly altered). Bo, the 
cantilever shaft, and the axis of the magnetic tip are aligned 
along z. Current flows in the wire along y, while at the posi- 
tion of the sample, the lever displacement and Bi are directed 
along X. (c) Schematic diagram of the electrical connections 
to the microwire. 

quency [7, 8]. A ^Q-^ivc? particle of CaF2 crystal glued 
to the end of the lever serves as the sample. A thin layer 
of Si/Au (10/30 nm), with Si as an adhesion layer, is 
evaporated onto the end of the sample to screen electro- 
static fields. At T = 4.2 K the sample-loaded cantilever 
has a resonant frequency Vc = 2.6 kHz and an intrin- 
sic quality factor Qq = 44, 000. The oscillator's spring 
constant is determined to be fc = 86 /xN/m through mea- 
surements of its thermal noise spectrum at several dif- 
ferent base temperatures. The cantilever is mounted in 
a vacuum chamber (pressure < 1 x 10~^ torr) at the 
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FIG. 2: The power spectral density of cantilever displacement 
during adiabatic rapid passage of a statistical polarization of 
spins. The inset represents the frequency sweep of Bi 
that induces the passages. 



bottom of a dilution refrigerator, which is isolated from 
environmental vibrations. The motion of the lever is de- 
tected using laser light focused onto a 10-/im wide pad- 
dle near the mass-loaded end and reflected back into an 
optical fiber interferometer [9]. 100 nW of light are in- 
cident on the paddle from a temperature-tuned 1550-nm 
distributed feedback laser diode [10]. Wc damp the can- 
tilever using feedback to a quality factor of Q = 250 in 
order to increase the bandwidth of our force detection 
without sacrificing force sensitivity [11]. 

The key component of this experiment is the microwire 
rf source, which efficiently produces a strong rf magnetic 
field Bi for nuclear magnetic resonance. The Cu wire 
is 2.6-fini long, 1.0-/im wide, and 0.2-fim thick and is 
patterned atop a Si substrate, as shown in Fig. 1(a). The 
microwire bridges the gap between two 1-mm^ pads and 
has a resistance of 0.35 f2 at T = 4.2 K. In the middle 
of the microwire structure, deposited on its surface, is 
a 250-nm tall. 200-nm wide FcCo tip, in the shape of 
a truncated cone. This nanomagnctic tip provides the 
spatial magnetic field gradient required by the MRFM 
measurement. 

We fabricate the microwire using lift-off, then we place 
the magnetic tip on the wire through a novel stencil- 
based process. First, a 450-nm layer of IBM KRS 
photoresist is patterned using electron-beam lithogra- 
phy on a pre-scribed wafer to define the copper wire. 
A Cr/Cu/Au (5/200/5 nm) film is then deposited via 
thermal evaporation and lifted off in hot solvent with 
ultrasonic agitation. To form the magnetic tip, a 500- 
nm thick film of polyimide is then spun onto the wafer 
and coated with a thin layer of evaporated Ti. A single 
hole is written above the wire, again with electron beam 
lithography, in a resist covering the Ti. The Ti is then 
etched with a CF4 plasma. Next we etch the polyimide 
with an O2 reactive ion etch through this hole to form 
a cavity. The resulting undercut Ti/polyimide bilayer 
structure forms a stencil mask over the wire onto which 
the magnetic film can be evaporated. This film consists 
of Ti/Co3oFe7o/Au (15/200/15 nm) deposited by e-bcam 
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FIG. 3: (a) The rf pulse protocol for the spin nutation ex- 
periment. The resulting power spectral density of cantilever 
displacement with pulse widths Tp equivalent to (b) 0, (c) vr, 
and (d) 2tt radians of nutation, (e) The corresponding force 
signal is measured through a narrow band lock-in amplifier 
and plotted in points as a function of pulse width Tp. A Bi 
amplitude can be extracted from a decaying cosinusoidal fit 
of the Rabi oscillations shown in red. 



evaporation. All the Au capping layers are meant to pro- 
vide protection against oxidation. After final lift-off, the 
wafer is cleaved along the pre-existing scribe in order to 
place the wire less than 50 /im from the edge of the chip. 
The structure's proximity to the edge ensures a clear op- 
tical path from the fiber interferometer to the cantilever 
paddle. 

The overall geometry of the MRFM apparatus is shown 
in Fig. 1(b). During measurement, the sample at the end 
of the cantilever is situated less than 100 nm directly 
above the nanomagnctic tip. At such a small spacing, 
the magnetic tip provides fixed spatial field gradients in 
excess of 10^ T/m. Less than 20 mA passing through the 
microwire (current density ~ lO*" A/cm^) produce rf Bi 
fields larger than 4 mT (rotating field) at the position of 
the sample. Under these conditions, the heat dissipated 
by the wire is under 350 allowing the dilution refrig- 
erator to reach temperatures below 300 mK. The rf cur- 
rent required to produce Bi flows through the microwire 
from the pads on either side of it. These pads are each 
connected through short Cu leads to the center conduc- 
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tors of semi-rigid coaxial lines leading to the top of the 
cryostat. The two lines are differentially driven by a 180° 
splitter, which is in turn connected to the rf drive signal 
as shown in Fig. 1(c). By matching the attenuation and 
delay caused by each coaxial line, this differential driv- 
ing scheme results in a voltage node and a current anti- 
node at the microwire. In this way, we maximize the 
rf magnetic field produced around the microwire while 
minimizing unwanted electric fields, which could cause 
spurious excitation of our cantilever. Note that since the 
wire is not frequency-specific it has the flexibility of being 
a broadband source of rf magnetic field. In the present 
experiment, the upper frequency limit is about 200 MHz 
due to the inductance of the wire leads. 

In typical MRFM measurements of the ^^F spin po- 
larization by adiabatic rapid passage, we drive the mi- 
crowire with the frequency-sweep waveform represented 
in the inset to Fig. 2. In these experiments we use a 
center frequency ly^i = 114.7 MHz and a peak-to-peak 
frequency deviation = 1.4 MHz. A superconducting 
magnet provides the resonant field for ^^F of Bq ~ 2.9 
T. By generating an rf magnetic field whose frequency is 
swept through the ^^F resonance twice every cantilever 
period Tc, we drive longitudinal nuclear spin fiips in the 
sample at the lever's resonance frequency. Since the sam- 
ple is mounted on the end of the cantilever, in the pres- 
ence of a large enough magnetic field gradient, the spin 
flips produce a force that drives the lever. By measur- 
ing the amplitude of the cantilever's oscillation on res- 
onance we determine the longitudinal component of net 
spin polarization. In our case, this polarization is due to 
the naturally occurring ^/N statistical component. The 
cantilever displacement induced by adiabatic passages is 
shown in the vibrational spectrum plotted in Fig. 2. The 
narrow band spin signal, whose spectral width is inversely 
proportional to the rotating-frame spin lifetime r,„, sits 
atop a much broader peak generated by the lever's nat- 
ural thermal vibrations. 

To measure the magnitude of Bi , which the microwire 
produces in the sample, a different rf protocol, shown 
schematically in Fig. 3(a), is used. We sweep the fre- 
quency j^if of Bi through resonance twice per cantilever 
period, as discussed previously, and intersperse the fre- 
quency sweeps with occasional resonant pulses of variable 
width Tp , spaced by Tp. Here we use Tp — 196 ms or 
502 X Tc- Given a fixed amplitude Bi, as we increase 
Tp, the resonant pulses induce spins to nutate with an 
increasing angle. If the pulse spacing is much less than 
the rotating-frame spin lifetime, Tp ^ Tm, nutations pro- 
duced by the pulses modulate the force signal generated 
by the adiabatic passages. When Tp = tt/{jBi), i.e. the 
pulse width and amplitude is equivalent to tt radians of 
nutation, each pulse reverses the sign of the force signal. 
This modulation results in sidebands appearing in the 
frequency spectrum of the cantilever displacement sig- 
nal spaced by l/(2Tp) from the lever resonance at i>c- 



The signal power formerly in the central peak shifts to 
the sidebands and back again depending on the rf pulse 
width Tp, as shown in Fig. 3(b)-(d). By feeding the dis- 
placement signal into a narrow band lock-in amplifier ref- 
erenced to Vc, we measure the power at Vc as a function of 
Tp and observe the Rabi oscillations plotted in Fig. 3(e). 
From the period of these oscillations we extract the pulse 
width required for 27r radians of nutation, T27r ■ Using the 
relation Bi = 27r/(7T27r), we determine the magnitude 
of Bi produced by the microwire at the sample position. 
Aquiring data similar to those shown in Fig. 3(e) taken at 
different rf drive amplitudes, we calibrate the magnitude 
of Bi at the sample position corresponding to a given rf 
drive. 

In order to investigate the dependence of r„ for ^^F nu- 
clei in CaF2 as a function of increasing rf magnetic field 
Bi, we employ the adiabatic sweep waveform without 
the interspersed pulses, shown in the inset to Fig. 2. As 
plotted in Fig. 4, t™ strongly increases with increasing Bi 
amplitude up to a saturation around Tm = 15 s at Bi = 3 
mT. Previous low-temperature nuclear MRFM experi- 
ments were done with Bi < 2 mT due to the large heat 
dissipation caused by the larger than 100-/xm-diameter 
coils used as rf sources [3]. These conditions resulted in 
Tm < 500 ms. In this low Bi regime, rotating-frame life- 
times are often very short due to either violation of the 
adiabatic condition [12], spin-spin interactions, or spin 
relaxation caused by the thermal vibration of higher or- 
der cantilever modes in the strong field gradients pro- 
vided by the nanomagnetic tip [7, 8]. 

In addition to the newly accessible regime of long Tm , 
the small amount of heat dissipated by the microwire — 
even for large Bi amplitudes — is the fundamental ad- 
vance presented here. Previous nuclear MRFM experi- 
ments were done with a hand-wound coil larger than 200 
^m in diameter as an rf source; the coil produced less 
than 2 mT at the sample with more than 200 mW of 
dissipated heat. In contrast, since our microwire can be 
less than 100 nm from the sample, it produces more than 
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FIG. 4: Plot of the Tm as a function of Bi in the sample at 
T = 4.2 K. Red line corresponds to the limit set on Tm by the 
adiabatic condition and is calculated using numerical inte- 
gration of the Bloch equations for repetitive linear frequency 
sweeps of Vri through resonance [13]. 



4 



4 mT with less than 350 /iW of dissipated heat. 
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